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Priekšpuses vāks
Pastāvīga piekļuve
“Thompson” metodes: Brau (asmeņa ar atliekto malu) piekļuve no mugurkaula jostas daļas
Vieta attēlam: Mala stabilizē retrakciju, fiksējot skriemeļa ķermeņa laterālo elementu.
“Thompson AL Brau” asmeņi ir kļuvuši neaizvietojami neliela iegriezuma atvērtās operācijās ar piekļuvi 
mugurkaula jostas daļai no priekšpuses, un to drošība ir pierādīta 15 gadu laikā. Jūs iegūstat stabilu un pilnīgi 
drošu piekļuvi, nodrošinot ideālu redzamību un vispārēju pārskatāmību bez nepieciešamības veikt korekcijas, 
tādējādi samazinot sarežģītu manipulāciju skaitu un procedūras laiku.”
MD Salvadors A. Brau, FACS

2. lpp.
“THOMPSON” METODES/BIOGRĀFISKIE DATI + LĪDZEKĻI + PIEKĻUVE AR NELIELU IEGRIEZUMU
MD Salvadors A. Brau, FACS
Dr. Brau ir apguvis vispārējo asinsvadu ķirurģiju Ņujorkas Sinajas slimnīcā un vairāk nekā 20 gadus veic 
operācijas visos mugurkaula līmeņos ar piekļuvi no priekšpuses. Viņš ir veicis vairāk nekā 1500 atvērtas 
operācijas ar piekļuvi mugurkaula jostas daļai no priekšpuses, un viņš ir pirmais veicis laparoskopisku un 
torakoskopisku piekļuvi no priekšpuses.  Dr. Brau ir bijis USC Ķirurģijas nodaļas vecākais klīniskais profesors un 
strādājis Losandželosas Cedars-Sinai medicīnas centrā, bet šobrīd ir devies pensijā.

Dr. Brau ir radījis jaunu piekļuves mugurkaula jostas daļai no priekšpuses ar nelielu iegriezumu metodi. 
2000. gada oktobrī viņš prezentēja savu pieredzi par šīs metodes izmantošanu 386 gadījumos, demonstrējot 
procedūras video Ziemeļamerikas Mugurkaula ķirurģijas asociācijas ikgadējā sanāksme Jaunorleānā. Šīs 
procedūras galvenais elements ir Dr. Brau izstrādātie īpašie retraktori.  Šiem retraktoriem 2001. gada 9. oktobrī 
ir piešķirts patents, un tos pārdod tikai uzņēmums Thompson Surgical Instruments, Inc.  

Procedūra ar piekļuvi mugurkaula jostas daļai no priekšpuses ir lielā mērā atkarīga no ķirurga spējas ātri 
un droši izveidot piekļuvi konstatētās asinsvada traumas vietai. Prasība pēc tiešās piekļuves no priekšpuses-
aizmugures skeleta kaulu un mākslīgo disku savietošanai ir radījusi būtiskus sarežģījumus operējošajam 
ķirurgam, lai varētu izveidot nelielu iegriezumu un vienlaicīgi ievērotu nepieciešamo drošību iegurņa asinsvadu 
un autonomijas nervu pinuma traumu novēršanai. Šeit aprakstītā piekļuve, kurā izmanto “Thompson” retraktora 
sistēmu, būtiski samazina šos sarežģījumus.

Īpašie asmeņi ar atliektu malu
Atliektā mala stabilizē ratrakciju, fiksējot skriemeļa ķermeņa laterālo elementu.

Pastāvīga piekļuve
Rentgenstarus caurlaidīgi asmeņi ar atliektu malu piekļuvei mugurkaula jostas daļai no priekšpuses nodrošina 
izcilu piekļuvi mugurkaula jostas daļai no priekšpuses, nepieļaujot asmeņa izslīdēšanu. 

Rentgenstarus necaurlaidīgi izturīgi asmeņi
Īpašā izturība novērš pārmērīgu izliekšanos intensīvas retrakcijas gadījumā. Pieejami asmeņi ar platumu līdz 
250 mm, kas piemēroti visiem pacientu izmēriem.

PIEZĪME. Informāciju par pasūtīšanu skatiet 7. lpp.

PIEZĪME. Tā kā mēs nepārtraukti strādājam, lai nodrošinātu vislabākos iespējamos izstrādājumus, daži attēli šajā 
lietotāja rokasgrāmatā var nedaudz atšķirties no saņemtā izstrādājuma. 

“THOMPSON” METODES: MUGURKAULA JOSTAS DAĻA/MD SALVADORS A. BRAU, FACS
JAUTĀJUMI VAI PAPILDU INFORMĀCIJA: +1-231-922-0177

3. lpp.
Retroperitoneālās piekļuves ar nelielu iegriezumu sagatavošanas darbības
Tālāk ir sniegts Dr. Brau izstrādāto to darbību apraksts, kuras ieteicams veikt, lai sagatavotos retroperitoneālajai 
piekļuvei mugurkaula jostas daļai.

1. darbība.
Novietojiet pacientu uz rentgenizmeklējuma galda pozīcijā guļus uz muguras.

Galvenais ķirurgs nostājas kreisajā pusē un asistējošais ķirurgs labajā pusē. Škērsvirziena griezuma līmenis 
kraniokaudālā plaknē ir atkarīgs no mugurkaula līmeņa, kuram jāpiekļūst.  Lai noteiktu pareizu šī griezuma 
vietu, obligāti ir jāiegūst laterāls mugurkaula rentgenattēls.

UZMANĪBU! Ja pacientam ir palielināta ķermeņa masa, uzliekot vadotnes apskavu, izvairieties saspiest elkoņa 
nervu.

PADOMS. Ja nepieciešams, izmantojiet operācijas galdu vai pagariniet tā platumu par 2¼”, pievienojot vadotņu 
pagarinātāju (Nr. 41917).

2. darbība.
Vēdera kreisais taisnais muskulis tiek mobilizēts pa aploci. Sākotnēji izstiepjot vēdera taisno muskuli mediāli, 
uzmanīgi veiciet 4–5 cm iegriezumu tranversālās fascijas aizmugurējā apvalkā, līdz ir redzams, ka cauri spīd 
vēderplēve. Satveriet tās malas ar hemostatu, paceliet to uz augšu un ļoti izmanīgi pārgrieziet, atdalot no 
vēderplēves.  Veiciet iegriezumu uz augšu un uz leju, cik tālu iespējams. Ar rādītājpirkstu uzmanīgi bīdiet 
vēderplēvi uz aizmuguri pie fascijas iegriezuma malas un lēni izveidojiet plakni starp to un iekšējā slīpā 
muskuļa un šķersmuskuļa un fascijas apakšējo virsmu. Tādējādi tiek iegūta piekļuve retroperitoneālajai telpai.

Uzmanīgi veiciet neasu audu atdalīšanu ar pirkstiem uz aizmuguri un pēc tam bīdiet audus mediāli, mēģinot 
atcelt vēderplēvi no jostas muskuļa. Šajā brīdī pievērsiet uzmanību, ka nedrīkst iekļūt telpā aiz jostas muskuļa, 
jo tas var radīt nevajadzīgu asiņošanu neredzamā dobumā. Ciskas un cirkšņa nervu var viegli pamanīt virs jostas 
muskuļa. Urīnvadu var viegli pamanīt, jo vēderplēve ir atcelta no jostas muskuļa. Nedrīkst radīt abu šo struktūru 
traumas. 

Vieta attēlam: Retroperitoneālā griezuma sākums laterāli pret vēdera taisno muskuli

APMEKLĒJIET MŪSU VIETNI: THOMPSONSURGICAL.COM

4. lpp.
“THOMPSON” METODES/RETRAKTORA ASMEŅA NOVIETOŠANA
Retroperitoneālās piekļuves ar nelielu iegriezumu sagatavošanas darbības (turpinājums)

3. darbība.
Kad jostas muskulis ir noteikts, palpējiet mediāli, lai sajustu diska un skriemeļa ķermeni un iegurņa artēriju. 
Šajā brīdī ievietojiet iegriezumā visu roku, ja to pieļauj tā izmērs, un retroperitoneālajā telpā savelciet pirkstus 
dūrē. Pārvietojiet dūrē savilktos pirkstu uz augšu un uz leju, lai vēderplēvi atbīdītu visos virzienos. Turpiniet veikt 
neaso audu atdalīšanu, lai atsegtu kopējās un ārējās iegurņa artērijas visā garumā, cik tālu distāli iespējams, un 
pēc tam uzmanīgi veiciet neaso audu atdalīšanu gar artērijas laterālo malu. Tādējādi tiek atsegta kreisā kopējā 
iegurņa vēna tieši zem artērijas. Turpiniet atdalīt audus uz aizmuguri, lai noteiktu iegurņa un jostas vēnu(-as). 
Bieži vien kopējās iegurņa vēnas un jostas vēnu formas atšķiras, un jāpievērš īpaša uzmanība, lai noteiktu, 
liģētu un šķērsotu šīs vēnas un nepieļautu to traumēšanu. Kreiso iegurņa vēnu un artēriju tagad ar pirkstu var 
atdalīt no mugurkaula, izmantojot mīkstu, ieliektu tamponu un neasu atdalīšanu ar pacelšanu.

Vieta attēlam: Retroperitoneālās piekļuves apraksta turpinājums

4. darbība.
Nostipriniet Elite II vadotnes apskavu pie malas virs sterilā pārklāja tajā galda pusē, kurā ķirurgam ir nodrošināts 
tīrs operācijas lauks (A) Šķērsstieni ievieto savienojumā un novieto 2 cm virs operācijas vietas (B).

5. darbība.
Visas asinsvadu struktūras tiek pārvietotas no kreisās puses uz labo pusi, nodrošinot atbilstošu iesaistīto 
diska(-u) un skriemeļu ķermeņu redzamību. Asinsvadu segmentus, kuri šķērso ķermeņa aizmugurējo virsmu 
ielokus, var ietvert skavās un pārvietot sānis, izmantojot neasso atdalīšanu. Starp vēnu un saiti ir obligāti 
jāievieto vismaz viens pirksts tā, lai var palpēt mugurkaula labo laterālo malu, asinsvadiem atrodoties virs 
pirksta(-iem).

Vieta attēlam: Audu atdalīšana ar pirkstiem zem asinsvadiem pēc iegurņa un jostas vēnas liģēšanas

“THOMPSON” METODES: MUGURKAULA JOSTAS DAĻA/MD SALVADORS A. BRAU, FACS
JAUTĀJUMI VAI PAPILDU INFORMĀCIJA: +1-231-922-0177

5. lpp.
Retroperitoneālās piekļuves ar nelielu iegriezumu sagatavošanas darbības (turpinājums)

6. darbība.
Laterālā pagarinājuma atzari tiek piestiprināti pie šķērssijas (A) un novietoti tieši virs pacienta ķermeņa (B).

7. darbība.
Pēc tam ķirurgs kreiso roku atkal ievieto retroperitoneālajā telpā, kur vēdera taisnais muskulis ir pārvietots 
laterāli, un ar pirkstiem virzās līdz mugurkaula labajai malai. Rentgenstarus caurlaidīgs asmens ar atliektu 
malu piekļuvei mugurkaula jostas daļai no priekšpuses tiek ievietos bez vizualizācijas mugurkaula labajā malā, 
izmantojot pirkstu(s) kā vadīklu.

Vieta attēlam: Sākotnējā asmens ar atliektu malu ievietošana mugurkaula labajā malā

8. darbība.
Pēc tam asmeni piestiprina retraktora karkasa laterālajiem pagarinājuma atzariem, paceļot uz augšu asinsvadu 
struktūras un atsedzot mugurkaula priekšpuses virsmu. Kad asmens ar atliekto malu ir piestiprināts pie 
“Thompson” retraktora, tas vairs nepārvietojas. Atliektā mala nodrošina asmeņa fiksēšanu pie mugurkaula 
malas un novērš tā izslīdēšanu uz priekšpusi stiepšanas gadījumā. Bez šīs atliektās malas retraktora darbība nav 
efektīva.

9. darbība.
Kad vēdera taisnais muskulis ir izstiepts laterāli, bīdot retraktora asmeni, lai atsegtu mugurkaulu tiešā AP skatā, 
samazinās pretestība, kas ļauj novietot vītņotās ierīces, femorālā gredzena vai mākslīgā diska ievietošanai 
paredzētās uzmavas. Ievietojiet otru asmeni ar atliekto malu mugurkaula kreisajā malā un piestipriniet to 
“Thompson” karkasam. Parasti, lai pabeigtu piekļuvi, ir jāievieto papildu retraktora asmeņi augšpusē un/
vai apakšpusē. Kad asmeņi ir stingri nostiprināti pie mugurkaula laterālās sienas, mugurkaula ķirurgs un 
asistējošais ķirurgs var sākt ar disku saistīto procedūru, kurā tiem netraucē citas rokas vai retraktori, bet ir relatīva 
drošība, ka asinsvadi nepārvietosies retraktora tuvumā un neradīsies to traumas.  

Vieta attēlam: Abi asmeņi ar atliekto malu ievietoti un fiksēti laterāli pret diska un skriemeļa ķermeni

APMEKLĒJIET MŪSU VIETNI: THOMPSONSURGICAL.COM

6. un 7. lpp.
“THOMPSON” METODES/MUGURKAULA JOSTAS DAĻAS SISTĒMA UN PAPILDU PIEDERUMI
INFORMĀCIJA PAR PASŪTĪŠANU

Aizmugurējais vāks
Simbolu skaidrojums
Ražotājs    Pilnvarotais pārstāvis ES    CE marķējums     Brīdinājumi/piesardzības pasākumi     Nesterils



“The Thompson AL Brau Blades have become essential for the Anterior Mini-Open approach to the lumbar 

spine with a proven 15 year track record of safety. You get steady, rock solid exposure providing excellent 

visualization throughout without the need to re-adjust thus saving time by reducing the ‘fiddle factor.’”

- Salvador A. Brau, MD, FACS

Thompson Techniques: 

BRAU ( REVERSE LIP ) ANTERIOR LUMBAR ACCESS

Uncompromised Exposure™

Lip stabilizes retraction by 
engaging the lateral aspect of 
the vertebral body.



2 THOMPSON TECHNIQUES: ANTERIOR LUMBAR  /  SALVADOR A. BRAU, MD, FACS QUESTIONS OR ADDITIONAL INFORMATION: 1.800.227.7543

THOMPSON TECHNIQUES  /  BIO + FEATURES + MINI-APPROACH

Salvador A. Brau, MD, FACS
Dr. Brau trained in general vascular surgery at the Mount Sinai Hospital in New York City and 

has been performing anterior access procedures to all levels of the spine for over 20 years. He 

has performed over 1,500 open anterior approaches to the lumbar spine and has also been a 

pioneer in anterior laparoscopic and thoracoscopic access. Now retired, Dr. Brau was Assistant 

Clinical Professor of Surgery at USC, and worked at Cedars-Sinai Medical Center in Los Angeles.

Dr. Brau has developed a new “mini-open” anterior approach to the lumbar spine. In October 

of 2000, he presented his experience with this approach in 386 cases, along with a video 

of the procedure, to the North American Spine Society Annual Meeting in New Orleans. 

This procedure is dependent on special retractors designed by Dr. Brau.  These retractors 

received a patent on October 9, 2001, and are available exclusively from Thompson Surgical 

Instruments, Inc.

NOTE

See page 7 for ordering information.

The anterior approach to the lumbar spine is heavily dependent on the ability of the access surgeon to 
provide exposure quickly and safely in view of a reported incidence of vascular injury. The requirement of a 

“straight on” anterior-posterior exposure for alignment of cages and artificial discs has presented a significant 
challenge for the approach surgeon to provide a small incision and yet maintain the degree of safety 

necessary to prevent injury to the iliac vessels and autonomic nerve plexus. The approach described here 
utilizing the Thompson retractor system significantly reduces these concerns.

Uncompromised Exposure

Radiolucent Reverse Lip Anterior 

Lumbar blades offer phenomenal 

exposure of the anterior lumbar spine 

and prevent blade slippage. 

Exclusive Reverse Lip Blades

Reverse lip stabilizes retraction by 

engaging the lateral aspect of the 

vertebral body.

Radiolucent, Strong Blades

Superior strength prevents excessive 

flexing under heavy retraction. 

Available up to 250mm deep to 

accommodate all patient sizes.

NOTE

As we continually strive to provide the best products possible, 
some of the images in this user manual may appear slightly 
different from the product received. 
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Retroperitoneal Mini-Approach Set Up Steps
Below are the suggested set up steps for retroperitoneal anterior lumbar exposure, as outlined by Dr. Brau.

TIP

When necessary, use a wider OR table or add 2 ¼" to the 
width of the table by using our Rail Extender ( #41917 ).

CAUTION

If the patient is obese, avoid compressing the ulnar nerve 
when placing rail clamp.

Step 1

Place the patient in the supine position on an x-ray table.

The approach surgeon stands on the left and the assistant 

on the right. The level of the transverse incision in the 

craniocaudad plane depends on the level of the spine to 

be approached.  A lateral x-ray of the spine is essential to 

determine the proper placement of this incision.

Step 2

The left rectus muscle is mobilized circumferentially. With 

the rectus muscle initially retracted medially, carefully incise 

the posterior sheath of transversalis fascia 4 to 5 cm until 

the peritoneum is seen to shine through. Grasp the edges 

with a hemostat and lift it away and very carefully dissect if 

from the peritoneum.  Incise it as far inferiorly and superiorly 

as possible. Using your index finger, carefully push the 

peritoneum posteriorly at the edge of the fascial incision and 

slowly develop a plane between it and the undersurface of the 

internal oblique and transversus muscles and fascia. This will 

lead you to the retroperitoneal space.

Continue careful blunt finger dissection posteriorly, and then 

start pushing medially trying to elevate the peritoneum away 

from the psoas muscle. Be careful not to enter the retropsoas 

space at this point, as this will lead to unnecessary bleeding 

in a blind pouch. The genitofemoral nerve can be easily 

identified over the psoas. The ureter can usually be identified 

as the peritoneum is lifted away from the psoas. Both of these 

structures should be preserved from injury.

Start of retroperitoneal 
dissection lateral to 
rectus muscle



4 THOMPSON TECHNIQUES: ANTERIOR LUMBAR  /  SALVADOR A. BRAU, MD, FACS QUESTIONS OR ADDITIONAL INFORMATION: 1.800.227.7543

THOMPSON TECHNIQUES  /  RETRACTOR BLADE PLACEMENT

Retroperitoneal Mini-Approach Set Up Steps ( continued )

Step 4

Secure the Elite II Rail Clamp to the table rail over the sterile 

drape on either side of the table, whichever side keeps the 

surgeon’s operating field clear (A). The Crossbar is inserted 

into the joint and positioned 2 cm above the operative site (B).

Step 5

All vascular structures are then swept from the left to right, 

providing adequate visualization of the disc(s) and vertebral 

bodies involved. Segmental vessels running across the valleys 

on the anterior surface of the bodies can be transected 

between clips and swept to the sides with blunt dissection.

Make sure you can get at least one finger between the vein 

and the ligament so that you can palpate the right lateral edge 

of the spine with the vessels above your finger(s).

A

B

Step 3

Once the psoas is identified, palpate medially to feel for the 

disc and vertebral body and iliac artery. At this point, if size of 

the incision allows, insert the entire hand and make a fist in the 

retroperitoneal area. Sweep with the closed fist up and down 

to elevate the peritoneum away in all directions. Continue 

with blunt dissection to expose the entire length of the 

common and external iliac arteries as far distally as possible, 

and then start careful blunt dissection along the lateral edge 

of the artery. This will expose the left common iliac vein just 

underneath the artery. Continue the dissection posteriorly 

to identify the ileolumbar vein(s). Variations in the formation 

of the common iliac vein and the lumbar veins are common, 

and great care must be exercised in order to identify, ligate 

and transect these veins and avoid avulsion. The left iliac vein 

and artery can now be separated away from the spine using 

gentle, peanut sponge, fingertip and blunt elevator dissection.

Continued 
Retroperitoneal 
Approach

Finger dissection under 
vessels following ligation 
of ileo lumbar vein
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Retroperitoneal Mini-Approach Set Up Steps ( continued )

Step 6

The lateral extension 

arms are attached to 

the crossbar (A) and 

positioned just above 

the horizon of the 

patient (B).

Step 7

The surgeon’s left hand then re-enters the retroperitoneal space 

with the rectus now moved laterally, and the fingers find their way 

to the right side of the spine. A Radiolucent Reverse Lip Anterior 

Spine Access blade is placed blindly on the right side of the spine 

using the finger(s) as a guide. 

Step 8

This blade is then 

attached to the 

lateral extension 

arms of the retractor 

frame, elevating the 

vascular structures and 

exposing the anterior 

surface of the spine.

Once secured to the Thompson Retractor, the reverse-lipped 

blade will not move. The reverse lip keeps the blade anchored 

to the edge of the spine and prevents it from slipping 

anteriorly once tension is applied. Without this reverse lip, the 

retractor blade will not work effectively.

Step 9

With the rectus now retracted laterally, there will be much less 

resistance when pushing the retractor blade to expose the spine in 

a direct AP view and allow placement of the sleeves for insertion 

of a threaded device, femoral ring or artificial disk. Place a second reverse-lip blade on the left side of the spine and attach to the 

Thompson frame. Commonly, additional retractor blades need to be placed superiorly and/or inferiorly to complete the exposure. 

With the blades well anchored to the lateral wall of the vertebral column, the spine surgeon and the assistant can now work on the 

disc without other hands or retractors being in the way and with relative security that vessels will not move around the retractors and 

expose themselves to injury.  

A

B

Initial Reverse Lip Blade 
insertion to right side of spine

Both Reverse Lip blades 
deployed and engaged at lateral 
aspect of disc and vertebral body
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THOMPSON TECHNIQUES  /  ANTERIOR LUMBAR SYSTEM + OPTIONAL ACCESSORIES
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ANTERIOR LUMBAR SYSTEM #SL82019

REF QTY ITEM DESCRIPTION PART #

A 1 Elite III Rail Clamp with 1 Cam Joint 16" 43902ACL

B 1 Crossbar with 2 Cam III Joints 24" 43900BC

C 2 20" Angled Arm (10" x 10") @ 45° 44120

D 2 24" Angled Arm (8" x 16") @ 45° 44124N

E 5 Cam II Clip-on Quick Angle 8" SL42126WGP

F 1 Micro-Adjustable II Clip-on Quick Angle 10" SL45006CGP

G 2 T-Handle 60020

H 1 Quick Angle Hand Held Adapter SL42128G

I 1 Suction for Anterior Lumbar Surgery 51234

J 1 Anterior Lumbar Depth Gauge 335mm 51236

2 Radio. Malleable Renal Vein 25mm x 140mm SL46119BET

K 2 Radio. Malleable Renal Vein 25mm x 190mm SL46119CET

L 2 Radio. Malleable 51mm x 203mm (2" x 8") SL46122ET

M 1 Radio. Harrington 64mm x 152mm (2 ½" x 6") SL46160ET

N 1 Radio. Splanchnich 51mm x 115mm (2" x 4 ½") SL46145ET

O 2 Radio. Balfour 65mm x 72mm (2 ½" x 2 ¾") SL46140ET

4 Radio. Concave 25mm x 100mm (1" x 4") SL46560

4 Radio. Concave 25mm x 120mm (1" x 4 ¾") SL46562

P 4 Radio. Concave 25mm x 140mm (1" x 5 ½") SL46564

4 Radio. Concave 25mm x 160mm (1" x 6 ¼") SL46566

REF QTY ITEM DESCRIPTION PART #

4 Radio. Concave 25mm x 180mm (1" x 7") SL46568

Q 2 Reverse Lip Malleable 25mm x 200mm SL46192ET

2 Reverse Lip Malleable 32mm x 200mm SL46193ET

2 Reverse Lip Tapered 25mm x 100mm SL46260TET

R 2 Reverse Lip Tapered 25mm x 150mm SL46265TET

2 Reverse Lip Tapered 25mm x 200mm SL46270TET

2 Reverse Lip Rigid 25mm x 110mm SL46261RET

2 Reverse Lip Rigid 25mm x 130mm SL46263RET

S 2 Reverse Lip Rigid 25mm x 150mm SL46265RET

2 Reverse Lip Rigid 25mm x 170mm SL46267RET

2 Reverse Lip Rigid 25mm x 190mm SL46269RET

2 Reverse Lip Rigid 32mm x 120mm SL46282RET

T 2 Reverse Lip Rigid 32mm x 140mm SL46284RET

2 Reverse Lip Rigid 32mm x 160mm SL46286RET

2 Reverse Lip Rigid 32mm x 180mm SL46288RET

2 Reverse Lip Rigid 32mm x 200mm SL46290RET

1 Instrument Case 50000G

1 Instrument Case - Exp. Reverse Lip ASA 50000ERL

1 Instrument Case - AL Renal Vein Blades 50000ALR

1 Instrument Case - Anterior Lumbar 50000ALT

Anterior Lumbar System Components

SYSTEM NOTICE:

Non-S-Lock system available, but may require a longer lead time. 
Please call for more information.
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Table Adapters + Rail Extenders 
Providing stable support on the OR 
table for the table mounted frame

When bedrail space is not available for a rail clamp, or, 

when the bedrail needs to be offset to accommodate obese 

patients, a rail adapter or rail extender should be applied.

RAIL EXTENDERS

Apply a Rail Extender to your OR table to increase your rail 
length or width and provide more attachment options for 
Thompson rail clamps.

TABLE ADAPTER

Easily connects to Jackson Spine tables to add a standard bed 
rail for applying a table mounted Thompson Retractor System 
to your operation.

U

REF ITEM DESCRIPTION PART #

V Rail Extender 15” Single Clamp 5844

Rail Extender 20" Single Clamp 41938

W Rail Extender 14” Long with 2 ¼" Offset Dual Clamp 41917

Rail Extender 22" Dual Clamp 41929

REF ITEM DESCRIPTION PART #

U Jackson Spine Frame Adapter 41927

V W
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