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Nekompromisné odhalenie
Technológie Thompson: Brauov postup pre prednú lumbálnu chirurgiu (svorky so spätným zárezom)
Fotografická príloha: Zárez stabilizuje retrakciu zachytením o laterálnu časť tela stavca.
„Svorky AL Brau od spoločnosti Thompson sa stali nevyhnutnou súčasťou zákrokov prednej chirurgie malým 
otvoreným rezom v oblasti lumbálnej chrbtice.
Za sebou majú 15 bezpečného používania. Získate stabilnú, nehybnú expozíciu s výnimočnou prehľadnosťou 
miesta zákroku
bez nutnosti upravovať uchytenie. Šetríte čas, pretože skrátite čas potrebný na úpravy počas zákroku.“
- MUDr. Salvador A. Brau, člen Americkej asociácie chirurgov (FACS)
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Salvador A. Brau, MD, FACS
MUDr. Salvador A. Brau, člen Americkej asociácie chirurgov (FACS)
Dr. Brau sa venoval všeobecnej cievnej chirurgii v nemocnici v Mount Sinai v New Yorku a viac ako 20 rokov 
vykonával zákroky prednej spinálnej chirurgie na všetkých oddieloch chrbtice. Vykonal viac ako 1500 zákrokov 
prednej chirurgie otvoreným rezom v lumbálnej časti chrbtice, a bol tiež priekopníkom prednej laparoskopie a 
torakoskopie. Dr. Brau, v súčasnosti už na dôchodku, bol odborným asistentom klinickej chirurgie na Univerzite v 
Južnej Karolíne a pracoval v zdravotnom stredisku Cedars-Sinai v Los Angeles.

Dr. Brau vyvinul nový postup prednej chirurgie malým otvoreným rezom v lumbálnej časti chrbtice. V 
októbri 2000 prestavil svoje skúsenosti s týmto postupom z 386 prípadov spolu s video záznamom postupu 
na Výročnom stretnutí Severoamerickej spoločnosti odborníkov na liečbu chrbtice (NASS) v New Orleans. 
Nevyhnutnou súčasťou postupu je použitie špeciálnych retraktorov, ktoré Dr. Brau navrhol. Retraktory boli 
patentované 9. októbra 2001 a dodáva ich výhradne spoločnosť Thompson Surgical Instruments, Inc.

Úspech prednej chirurgie lumbálnej chrbtice silne závisí od schopnosti chirurga rýchlo a bezpečne exponovať 
operovanú oblasť, pretože môže dôjsť k poraneniu ciev. Potreba predno-zadnej expozície pre účely založenia 
chirurgickej klietky a umelých platničiek sa ukázala byť pre chirurgov výzvou, keďže musia pracovať opatrne, 
aby zabránili zraneniu iliakálnych ciev a autonómnej nervovej sústavy, a zároveň vykonať len malý rez. Využitie 
retrakčného systému od spoločnosti Thompson tento problém výrazne uľahčuje.

Exkluzívne svorky so spätným zárezom
Spätný zárez stabilizuje retrakciu zachytením o laterálnu časť tela stavca.

Expozícia bez prekážok
Rádiolucentné svorky so spätným zárezom určené na prednú chirurgiu lumbálnej chrbtice ponúkajú výnimočnú 
prednú expozíciu lumbálnej chrbtice a bránia zošmyknutiu svorky.

Pevné, rádiolucentné svorky
Výnimočná pevnosť bráni nadmernému ohýbaniu počas náročných retrakcií. Dostupné pre hĺbky do 250 mm, 
vďaka čomu sú vhodné pre všetkých pacientov

POZNÁMKA: Informácie potrebné k objednávke nájdete na strane 7.

POZNÁMKA: Snažíme sa naše výrobky neustále zlepšovať, preto sa niektoré obrázky v tomto návode môžu zľahka 
líšiť od dodaných výrobkov

TECHNOLÓGIE THOMPSON: PREDNÁ LUMBÁLNA CHIRURGIA / MUDR. SALVADOR A. BRAU, FACS OTÁZKY ALEBO 
DOPLŇUJÚCE INFORMÁCIE: +1-231-922-0177
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Postup mini zákroku v retroperitoneu
Nižšie uvádzame odporúčaný postup prednej lumbálnej expozície v oblasti retroperitonea tak, ako ho navrhol 
Dr. Brau.

Krok 1
Umiestnite pacienta na röntgenovací stôl do polohy na chrbte.

Chirurg stojí vľavo, asistent vpravo. Úroveň priečneho rezu v kraniokaudálnej oblasti závisí od miesta na chrbtici, 
ku ktorému treba získať prístup. Bočný röntgen chrbtice je pre určenie správneho miesta rezu kľúčový.

VÝSTRAHA: Ak pacient trpí obezitou, dbajte, aby pri umiestňovaní koľajncovej svorky nedošlo k stlačeniu 
ulnárneho nervu.
TIP: Ak treba, použite širší operačný stôl, alebo rozšírte stôl o 2, 25 palca pomocou koľajnicového nadstavca ( 
#41917 ).

Krok 2
Ľavý priamy sval sa zapojí po obvode. Priamy sval najprv odtiahnite stredom svalu. Následne opatrne rozrežte 
zadný obal fascia transversalis v dĺžke 4 až 5 cm tak, aby ste videli peritoneum. Uchopte okraje pomocou 
hemostatickej svorky, nadvihnite, a veľmi opatrne oddeľte od peritonea. Vykonajte rez čo najnižšie a najvyššie. 
Ukazovákom opatrne stlačte zadnú časť peritonea na okraji fasciálneho rezu a pomaly vytvorte plochu medzi 
ním, vnútornou plochou vnútorného šikmého svalu, priečnymi svalmi a fasciou. Takto sa dostanete do priestoru 
retroperitonea.

Pokračujte v tupej disekcii prstom, potom začnite tlačiť na stred, snažte sa odsunúť peritoneum z psoasu. Dbajte, 
aby ste v tomto bode nevošli do priestoru retropsoa, malo by to za následok zbytočné krvácanie v slepom čreve. 
Genitofemorálny nerv je nad psoasom dobre viditeľný. Močovod je obyčajne viditeľný po nadvihnutí peritonea z 
psoasu. Zabráňte poraneniu oboch týchto štruktúr.

Fotografická príloha: Začiatok laterálnej disekcie retropertionea od priameho svalu.

NAVŠTÍVTE NAŠU STRÁNKU: THOMPSONSURGICAL.COM
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TECHNOLÓGIE THOMPSON / UMIESTNENIE RETRAKČNEJ SVORKY
Postup mini zákroku v retroperitoneu (pokračovanie) 

Krok 3
Keď identifikujete psoas, stredom nahmatajte platničku, telo stavca a iliakálnu artériu. Ak vám to veľkosť rezu 
dovoľuje, vložte celú ruku a v retroperitoneálnej oblasti ju zovrite v päsť. Pohybom päsťou nahor a nadol odsuňte 
peritoneum vo všetkých smeroch. Pokračujte v tupej disekcii, odhaľte artérie a vonkajšie iliakálne artérie v celej 
dĺžke a tak distálne, ako sa dá. Následne začnite opatrne vykonávať tupú preparáciu pozdĺž laterálneho okraja 
artérie. Odhalíte tak ľavú iliakálnu žilu umiestnenú hneď pod artériou. Pokračujte v disekcii a identifikujte 
iliolumbálnu žilu(žily). Rozdiely v usporiadaní iliakálnych žíl a lumbálnych žíl sú bežné. Aby ste predišli ich 
pretrhnutiu, je na ich identifikáciu, ligáciu a transekciu nutná zvýšená opatrnosť. V tomto momente môžete od 
chrbtice oddeliť ľavú iliakálnu žilu a artériu. Na disekciu použite jemnú špeciálne vykrojenú špongiu, končeky 
prstov alebo tupý nástroj.

Fotografická príloha: Ďalší priebeh zákroku v retroperitoneu

Krok 4
Uchyťte koľajnicovú svorku Elite II ku koľajnici operačného stola nad sterilnú rúšku na ľubovoľnej strane stola 
tak, aby nebránila chirurgovi v prístupe k pacientovi (A). Vložte priečnu tyč do kĺbu a umiestnite ju 2 cm nad 
operovanú oblasť (B).

Krok 5
Aby ste získali dobrý prístup k platničke(platničkám) a telám stavcov, presuňte všetky vaskulárne štruktúry 
zľava doprava. Segmentárne cievy, ktoré prechádzajú žliabkami na prednej strane tiel stavcov môžete uchytiť 
pomocou svoriek a odsunúť na stranu počas tupej disekcie. Uistite sa, že sa vám medzi žilu a väz zmestí aspoň 
jeden prst tak, aby ste dokázali nahmatať pravý laterálny okraj chrbtice, pričom žily sa budú nachádzať nad vaším 
prstom(prstami).

Fotografická príloha: Disekcia prstom pod žilami po ligácii iliolumbálnej cievy

TECHNOLÓGIE THOMPSON: PREDNÁ LUMBÁLNA CHIRURGIA / MUDr. SALVADOR A. BRAU, FACS
OTÁZKY ALEBO DOPLŇUJÚCE INFORMÁCIE: +1-231-922-0177
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Krok 6
Ramená laterálneho rozťahu sú uchytené na priečnu tyč (A) a umiestnené blízko horizontálnej roviny pacienta 
(B).

Krok 7
Chirurg opätovne vloží ľavú ruku do priestoru retroperitonea, priamy sval je laterálne odsunutý. Prstami 
nahmatá pravú stranu chrbtice. Rádiolucentná svorka so spätným zárezom určená na prednú chirurgiu chrbtice 
sa naslepo umiestni na pravú stranu chrbtice - na vedenie svorky použite prsty.

Fotografická príloha: Umiestnenie iniciálnej svorky so spätným zárezom na pravú stranu chrbtice.

Krok 8
Svorka sa následne uchytí k ramenu laterálneho rozťahu na retrakčnom ráme, nadvihne vaskulárne štruktúry a 
odhalí prednú stranu chrbtice. Po zaistení retraktorom Thompson sa svorka so spätným zárezom nebude hýbať. 
Vďaka spätnému zárezu je svorka ukotvená k okraju chrbtice a pri zatlačení nevykĺzne. Bez spätného zárezu by 
retrakčná svorka nepracovala správne.

Krok 9
Keďže priamy sval je odtiahnutý na stranu, bude odpor pri zatlačení na retrakčnú svorku nižší. Zatlačením 
na retrakčnú svorku sa dosiahne priame predno-zadné odhalenie chrbtice a umožní sa aplikácia puzdier 
potrebných na vloženie zariadenia so závitom, femorálneho krúžku alebo umelej platničky. Umiestnite 
druhú svorku so spätným zárezom na ľavú stranu chrbtice a pripojte ju k rámu Thompson. Zvyčajne je treba 
na dosiahnutie kompletnej expozície umiestniť ďalšie retrakčné svorky nižšie a vyššie. Keď sú svorky dobre 
ukotvené k laterálnej stene chrbtice, môžu chirurg a asistent pracovať na platničke bez toho, aby im zavadzal 
ďalší pár rúk alebo ďalšie retraktory. Zároveň si môžu byť relatívne istí, že cievy sa okolo retraktorov nepohnú a 
nedôjde k ich poraneniu.

Fotografická príloha: Svorky so spätným zárezom umiestnené na pravej aj ľavej strane platničky a tela stavca 

NAVŠTÍVTE NAŠU STRÁNKU: THOMPSONSURGICAL.COM
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“The Thompson AL Brau Blades have become essential for the Anterior Mini-Open approach to the lumbar 

spine with a proven 15 year track record of safety. You get steady, rock solid exposure providing excellent 

visualization throughout without the need to re-adjust thus saving time by reducing the ‘fiddle factor.’”

- Salvador A. Brau, MD, FACS

Thompson Techniques: 

BRAU ( REVERSE LIP ) ANTERIOR LUMBAR ACCESS

Uncompromised Exposure™

Lip stabilizes retraction by 
engaging the lateral aspect of 
the vertebral body.



2 THOMPSON TECHNIQUES: ANTERIOR LUMBAR  /  SALVADOR A. BRAU, MD, FACS QUESTIONS OR ADDITIONAL INFORMATION: 1.800.227.7543

THOMPSON TECHNIQUES  /  BIO + FEATURES + MINI-APPROACH

Salvador A. Brau, MD, FACS
Dr. Brau trained in general vascular surgery at the Mount Sinai Hospital in New York City and 

has been performing anterior access procedures to all levels of the spine for over 20 years. He 

has performed over 1,500 open anterior approaches to the lumbar spine and has also been a 

pioneer in anterior laparoscopic and thoracoscopic access. Now retired, Dr. Brau was Assistant 

Clinical Professor of Surgery at USC, and worked at Cedars-Sinai Medical Center in Los Angeles.

Dr. Brau has developed a new “mini-open” anterior approach to the lumbar spine. In October 

of 2000, he presented his experience with this approach in 386 cases, along with a video 

of the procedure, to the North American Spine Society Annual Meeting in New Orleans. 

This procedure is dependent on special retractors designed by Dr. Brau.  These retractors 

received a patent on October 9, 2001, and are available exclusively from Thompson Surgical 

Instruments, Inc.

NOTE

See page 7 for ordering information.

The anterior approach to the lumbar spine is heavily dependent on the ability of the access surgeon to 
provide exposure quickly and safely in view of a reported incidence of vascular injury. The requirement of a 

“straight on” anterior-posterior exposure for alignment of cages and artificial discs has presented a significant 
challenge for the approach surgeon to provide a small incision and yet maintain the degree of safety 

necessary to prevent injury to the iliac vessels and autonomic nerve plexus. The approach described here 
utilizing the Thompson retractor system significantly reduces these concerns.

Uncompromised Exposure

Radiolucent Reverse Lip Anterior 

Lumbar blades offer phenomenal 

exposure of the anterior lumbar spine 

and prevent blade slippage. 

Exclusive Reverse Lip Blades

Reverse lip stabilizes retraction by 

engaging the lateral aspect of the 

vertebral body.

Radiolucent, Strong Blades

Superior strength prevents excessive 

flexing under heavy retraction. 

Available up to 250mm deep to 

accommodate all patient sizes.

NOTE

As we continually strive to provide the best products possible, 
some of the images in this user manual may appear slightly 
different from the product received. 
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Retroperitoneal Mini-Approach Set Up Steps
Below are the suggested set up steps for retroperitoneal anterior lumbar exposure, as outlined by Dr. Brau.

TIP

When necessary, use a wider OR table or add 2 ¼" to the 
width of the table by using our Rail Extender ( #41917 ).

CAUTION

If the patient is obese, avoid compressing the ulnar nerve 
when placing rail clamp.

Step 1

Place the patient in the supine position on an x-ray table.

The approach surgeon stands on the left and the assistant 

on the right. The level of the transverse incision in the 

craniocaudad plane depends on the level of the spine to 

be approached.  A lateral x-ray of the spine is essential to 

determine the proper placement of this incision.

Step 2

The left rectus muscle is mobilized circumferentially. With 

the rectus muscle initially retracted medially, carefully incise 

the posterior sheath of transversalis fascia 4 to 5 cm until 

the peritoneum is seen to shine through. Grasp the edges 

with a hemostat and lift it away and very carefully dissect if 

from the peritoneum.  Incise it as far inferiorly and superiorly 

as possible. Using your index finger, carefully push the 

peritoneum posteriorly at the edge of the fascial incision and 

slowly develop a plane between it and the undersurface of the 

internal oblique and transversus muscles and fascia. This will 

lead you to the retroperitoneal space.

Continue careful blunt finger dissection posteriorly, and then 

start pushing medially trying to elevate the peritoneum away 

from the psoas muscle. Be careful not to enter the retropsoas 

space at this point, as this will lead to unnecessary bleeding 

in a blind pouch. The genitofemoral nerve can be easily 

identified over the psoas. The ureter can usually be identified 

as the peritoneum is lifted away from the psoas. Both of these 

structures should be preserved from injury.

Start of retroperitoneal 
dissection lateral to 
rectus muscle
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THOMPSON TECHNIQUES  /  RETRACTOR BLADE PLACEMENT

Retroperitoneal Mini-Approach Set Up Steps ( continued )

Step 4

Secure the Elite II Rail Clamp to the table rail over the sterile 

drape on either side of the table, whichever side keeps the 

surgeon’s operating field clear (A). The Crossbar is inserted 

into the joint and positioned 2 cm above the operative site (B).

Step 5

All vascular structures are then swept from the left to right, 

providing adequate visualization of the disc(s) and vertebral 

bodies involved. Segmental vessels running across the valleys 

on the anterior surface of the bodies can be transected 

between clips and swept to the sides with blunt dissection.

Make sure you can get at least one finger between the vein 

and the ligament so that you can palpate the right lateral edge 

of the spine with the vessels above your finger(s).

A

B

Step 3

Once the psoas is identified, palpate medially to feel for the 

disc and vertebral body and iliac artery. At this point, if size of 

the incision allows, insert the entire hand and make a fist in the 

retroperitoneal area. Sweep with the closed fist up and down 

to elevate the peritoneum away in all directions. Continue 

with blunt dissection to expose the entire length of the 

common and external iliac arteries as far distally as possible, 

and then start careful blunt dissection along the lateral edge 

of the artery. This will expose the left common iliac vein just 

underneath the artery. Continue the dissection posteriorly 

to identify the ileolumbar vein(s). Variations in the formation 

of the common iliac vein and the lumbar veins are common, 

and great care must be exercised in order to identify, ligate 

and transect these veins and avoid avulsion. The left iliac vein 

and artery can now be separated away from the spine using 

gentle, peanut sponge, fingertip and blunt elevator dissection.

Continued 
Retroperitoneal 
Approach

Finger dissection under 
vessels following ligation 
of ileo lumbar vein
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Retroperitoneal Mini-Approach Set Up Steps ( continued )

Step 6

The lateral extension 

arms are attached to 

the crossbar (A) and 

positioned just above 

the horizon of the 

patient (B).

Step 7

The surgeon’s left hand then re-enters the retroperitoneal space 

with the rectus now moved laterally, and the fingers find their way 

to the right side of the spine. A Radiolucent Reverse Lip Anterior 

Spine Access blade is placed blindly on the right side of the spine 

using the finger(s) as a guide. 

Step 8

This blade is then 

attached to the 

lateral extension 

arms of the retractor 

frame, elevating the 

vascular structures and 

exposing the anterior 

surface of the spine.

Once secured to the Thompson Retractor, the reverse-lipped 

blade will not move. The reverse lip keeps the blade anchored 

to the edge of the spine and prevents it from slipping 

anteriorly once tension is applied. Without this reverse lip, the 

retractor blade will not work effectively.

Step 9

With the rectus now retracted laterally, there will be much less 

resistance when pushing the retractor blade to expose the spine in 

a direct AP view and allow placement of the sleeves for insertion 

of a threaded device, femoral ring or artificial disk. Place a second reverse-lip blade on the left side of the spine and attach to the 

Thompson frame. Commonly, additional retractor blades need to be placed superiorly and/or inferiorly to complete the exposure. 

With the blades well anchored to the lateral wall of the vertebral column, the spine surgeon and the assistant can now work on the 

disc without other hands or retractors being in the way and with relative security that vessels will not move around the retractors and 

expose themselves to injury.  

A

B

Initial Reverse Lip Blade 
insertion to right side of spine

Both Reverse Lip blades 
deployed and engaged at lateral 
aspect of disc and vertebral body
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THOMPSON TECHNIQUES  /  ANTERIOR LUMBAR SYSTEM + OPTIONAL ACCESSORIES
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ANTERIOR LUMBAR SYSTEM #SL82019

REF QTY ITEM DESCRIPTION PART #

A 1 Elite III Rail Clamp with 1 Cam Joint 16" 43902ACL

B 1 Crossbar with 2 Cam III Joints 24" 43900BC

C 2 20" Angled Arm (10" x 10") @ 45° 44120

D 2 24" Angled Arm (8" x 16") @ 45° 44124N

E 5 Cam II Clip-on Quick Angle 8" SL42126WGP

F 1 Micro-Adjustable II Clip-on Quick Angle 10" SL45006CGP

G 2 T-Handle 60020

H 1 Quick Angle Hand Held Adapter SL42128G

I 1 Suction for Anterior Lumbar Surgery 51234

J 1 Anterior Lumbar Depth Gauge 335mm 51236

2 Radio. Malleable Renal Vein 25mm x 140mm SL46119BET

K 2 Radio. Malleable Renal Vein 25mm x 190mm SL46119CET

L 2 Radio. Malleable 51mm x 203mm (2" x 8") SL46122ET

M 1 Radio. Harrington 64mm x 152mm (2 ½" x 6") SL46160ET

N 1 Radio. Splanchnich 51mm x 115mm (2" x 4 ½") SL46145ET

O 2 Radio. Balfour 65mm x 72mm (2 ½" x 2 ¾") SL46140ET

4 Radio. Concave 25mm x 100mm (1" x 4") SL46560

4 Radio. Concave 25mm x 120mm (1" x 4 ¾") SL46562

P 4 Radio. Concave 25mm x 140mm (1" x 5 ½") SL46564

4 Radio. Concave 25mm x 160mm (1" x 6 ¼") SL46566

REF QTY ITEM DESCRIPTION PART #

4 Radio. Concave 25mm x 180mm (1" x 7") SL46568

Q 2 Reverse Lip Malleable 25mm x 200mm SL46192ET

2 Reverse Lip Malleable 32mm x 200mm SL46193ET

2 Reverse Lip Tapered 25mm x 100mm SL46260TET

R 2 Reverse Lip Tapered 25mm x 150mm SL46265TET

2 Reverse Lip Tapered 25mm x 200mm SL46270TET

2 Reverse Lip Rigid 25mm x 110mm SL46261RET

2 Reverse Lip Rigid 25mm x 130mm SL46263RET

S 2 Reverse Lip Rigid 25mm x 150mm SL46265RET

2 Reverse Lip Rigid 25mm x 170mm SL46267RET

2 Reverse Lip Rigid 25mm x 190mm SL46269RET

2 Reverse Lip Rigid 32mm x 120mm SL46282RET

T 2 Reverse Lip Rigid 32mm x 140mm SL46284RET

2 Reverse Lip Rigid 32mm x 160mm SL46286RET

2 Reverse Lip Rigid 32mm x 180mm SL46288RET

2 Reverse Lip Rigid 32mm x 200mm SL46290RET

1 Instrument Case 50000G

1 Instrument Case - Exp. Reverse Lip ASA 50000ERL

1 Instrument Case - AL Renal Vein Blades 50000ALR

1 Instrument Case - Anterior Lumbar 50000ALT

Anterior Lumbar System Components

SYSTEM NOTICE:

Non-S-Lock system available, but may require a longer lead time. 
Please call for more information.
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Table Adapters + Rail Extenders 
Providing stable support on the OR 
table for the table mounted frame

When bedrail space is not available for a rail clamp, or, 

when the bedrail needs to be offset to accommodate obese 

patients, a rail adapter or rail extender should be applied.

RAIL EXTENDERS

Apply a Rail Extender to your OR table to increase your rail 
length or width and provide more attachment options for 
Thompson rail clamps.

TABLE ADAPTER

Easily connects to Jackson Spine tables to add a standard bed 
rail for applying a table mounted Thompson Retractor System 
to your operation.

U

REF ITEM DESCRIPTION PART #

V Rail Extender 15” Single Clamp 5844

Rail Extender 20" Single Clamp 41938

W Rail Extender 14” Long with 2 ¼" Offset Dual Clamp 41917

Rail Extender 22" Dual Clamp 41929

REF ITEM DESCRIPTION PART #

U Jackson Spine Frame Adapter 41927

V W
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